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Table 1. Linearity, range, LOD, and LOQ. The equations of the calib-
ration curve were obtained from 9 points. LOD and LOQ were defined
as the concentrations of at 3 × S/N and 10 × S/N ratios, respectively

Bisphosphonate Line equation R2 Range
(μg/mL)

LOD
(μg/mL)

LOQ
(μg/mL)

Alendronate y = 110.72X 
+ 27.5 0.9931 0.01 ~ 2.5 0.107 0.356

Risedronate y = 103.01X 
+ 32.1 0.9944 0.01 ~ 2.5 0.098 0.326

Because of their interference on bone resorption, various 
types of bisphosphonates are used in the treatment of bone 
metastasis and several bone disorders such as Paget’s disease; 
osteoporosis in postmenopausal women.1,2 Because of the very 
low therapeutic range of the concentration of bisphosphonates 
via the intravenous or transdermal administration, the quanti-
tative estimation of bisphosphonates is not easy work; therefore, 
many studies have been reported to develop various sensitive 
analytical methods for low concentrations of bisphosphonates 
in the blood.3-8 We had proved that a fluorescent chemosensor 
(FCS), NadDPA-2Zn2+, which is used for the recognition of 
certain molecules or ions, can be a useful analytical tool for the 
determination of bisphophonates in a previous study.9

However, the direct application of NadDPA-2Zn2+ chemo- 
sensing on biological samples (e.g. blood, serum, urine and 
plasma) has been somewhat limited due to its relatively low 
solubility (2.3 mg/mL) in aqueous solution. Limited stability 
of NadDPA-2Zn2+ in aqueous solution (half-life = 33 days in 
HEPES buffer (pH 7.4; 0.01 M at room temp.)) provokes storage 
problems. Development of more soluble and stable FCS is re-
quired for the practical measurement of bisphosphonates in bio-
logical samples. Among other FCSs, Zinpyr-1․2Zn2+, may be a 
useful substitute of NadDPA-2Zn2+ due to its higher solubility 
(6.4 mg/mL) and better molecular stability with longer half-life 
(79 days). Zinpyr-1․2Zn2+ had been used for the determination 
of pyrophosphate (PPi) concentration; the signaling molecule 
resulted from the decomposition of adenosine triphosphate 
(ATP) to adenosine monophosphate (AMP).

Zinpyr-1․2Zn2+ (host)-PPi (guest) complexes exhibit strong 
fluorescence and can be analyzed using a spectrofluorometer.11-13 
The 4 oxygens of bisphosphonates can bind to Zinpyr-1․2Zn2+ 
with the same coordination (Fig. 1a) on the base of the struc-
tural similarity between the P-C-P frame of the bisphosphonate 
and the P-O-P frame of PPi.9 The association constant (Ka) of 
the Zinpyr-1․2Zn2+-bisphosphonate complex might be similar 
to that of the Zinpyr-1․2Zn2+-PPi complex, which is approxi-
mately 105.10 Zinpyr-1․2Zn2+ is introduced as another useful tool 
for the analysis of bisphosphonates in this communication. 
Alendronate and risedronate were selected as the test drugs.

The profile of the fluorescent titration (Fig. 1c) demonstrated 
that Zinpyr-1․2Zn2+ is a chemosensor of enhancer type, the inten-
sity of which increases in proportion to bisphophonates and that 
its proper detection wavelength is 535 nm under HEPES buffer 

(pH 7.4; 0.01 M). Its excitation wavelength has already been 
reported.10 The stoichiometric ratio of FCS (Zinpyr-1․2Zn2+) and 
bisphosphonate (alendronate or risedronate) in complexes with 
different mole fractions of bisphosphonate was estimated by 
using Job’s method of continuous variation. The Job’s plot was 
obtained after stock solutions A (50 μM bisphosphonate/HEPES 
buffer; pH 7.4; 0.01 M) and B (50 μM Zinpyr-1․2Zn2+/HEPES 
buffer; pH 7.4; 0.01 M) were prepared. These two solutions were 
mixed in ratios (by volume, A:B) of 0:10, 1:9, 2:8, 3:7, 4:6, 5:5, 
6:4, 7:3, 8:2, 9:1, and 10:0 following which they were analyzed 
using a spectrofluorometer (FT-650; Jasco, Japan) with excita-
tion and emission wavelengths of 517 nm and 535 nm, respect-
ively. As a result, the Job plots of Zinpyr-1․2Zn2+ with alendro-
nate and risedronate (Fig. 1b) showed the highest value at a 
mole fraction of 0.5, which confirmed that the ratio of Zinpyr- 
1․2Zn2+ to bisphosphonate in the complex was 1:1; this explains 
that a bisphosphonate molecule can bind with a Zinpyr-1․2Zn2+ 
molecule in the same manner as that in which it binds with the 
PPi-Zinpyr-1․2Zn2+ complex.

Linearity, level of detect/limit of quantitation (LOD/LOQ) 
values, accuracy (recovery), and precision of the FCS (Zinpyr- 
1․2Zn2+)-based analysis of bisphosphonates were confirmed 
from the analysis of the calibration curve of the fluorescence, 
after the following procedure. The stock solutions, namely, C 
(1 mg/mL bisphosphonate, 1 μM Zinpyr-1․2Zn2+/HEPES buffer; 
pH 7.4; 0.01 M) and D (1 μM Zinpyr-1․2Zn2+/HEPES buffer; 
pH 7.4; 0.01 M) were prepared; next, standard solutions in the 
concentration range of 0.01 - 2.5 μg/mL were prepared by mix-
ing of two stock solutions. The fluorescence of each solution 
was then analyzed using a spectrofluorometer. The obtained 
results were used to construct a calibration curve and to con-
firm the LOD and LOQ values. As a result, a linear relationship 
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Table 2. Accuracy and precision of FCS(Zinpyr-1․2Zn2+) for alen-
dronate and risedronate under HEPES buffer (pH 7.4; 0.01M). RSD =
Deviation/Average × 100

Sample (n = 9) Mixed 
(μg/mL)

Found 
(μg/mL)

Recovery 
(%) RSD (%)

Alendronate 0.5 　0.492 98.4 3.2
1.0 　0.992 99.2 2.9

Risedronate　 0.5 　0.509 101.8 2.2
1.0 　0.989 98.9 2.5
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Figure 1. (a) Schematic illustration of the formation of FCS (Zinpyr- 
1․2Zn2+)-bisphosphonate complex (Groups R1 & R2 are mentioned in
the reference [9]). (b) Job’s plots for bisphosphonate-Zinpyr-1․2Zn2+ 

complex (○ : alendronate, ● : risedronate) dissolved in HEPES (pH 7.4;
0.01 M). (c) Fluorescent titrations of Zinpyr-1․2Zn2+ (1 uM) with alen-
dronate and risedonate in HEPES (pH 7.4; 0.01 M) (Excitation/Emi-
ssion = 517 nm/535 nm).

was obtained between the fluorescence emission and the alen-
dronate (or risedronate) concentration over a concentration 
range of 0.01 - 2.5 μg/mL. As shown in Table 1, the R2 values 
are 0.9931 (alendronate) and 0.9944 (risedronate). The LOD, 
defined as the concentration at a signal-to-noise ratio of 3:1, was 
0.107 μg/mL for alendronate and 0.098 μg/mL for risedronate. 
LOQ, defined as the concentration at a signal-to-noise ratio of 

10:1, was 0.356 μg/mL for alendronate and 0.326 μg/mL for 
risedronate. For each determination, the noise value was deter-
mined from the standard deviation value of a blank solution 
(1 µM Zinpyr-1․2Zn2+ only). The LOD and LOQ values of Zin-
pyr-1․2Zn2+ are higher than those of NadDPA-2Zn2+; It might 
be the reason that the association constant (Ka) of the former is 
lower than that of the latter according to the reported studies of 
FCS-PPi complexation.10

The accuracy and precision of this method was confirmed 
after the preparation of bispbospbonate-mixed solutions (with 
a sample volume of 2 mL for each solution) with concentrations 
of 0.5 and 1.0 μg/mL using the HEPES buffer (pH 7.4; 0.01 M) 
followed by the addition of 1 μL of 2 mM Zinpyr-1․2Zn2+/ 
HEPES buffer (pH 7.4; 0.01 M). Table 2 summarizes the results 
as the average of nine independent experiments through the 
‘Found values’ which are the recovered concentrations of bis-
phosphonates As compared to the original concentration (mixed 
value), the recovery percentage was calculated to be in the range 
of 97.8% - 100.8%, and the relative standard deviations (RSDs) 
of the recovery rate were in the range of 2.2% - 3.2%. This me-
thod is expected to have sufficient reliability and reproducibility 
for use in detailed analysis.

In summary, a fluorescent chemosensor (FCS)-based mea-
surement method for measuring bisphosphonate levels using 
Zinpyr-1․2Zn2+ was developed as an applicable tool for bio-
logical samples. Furthermore, easier, more accurate and sensitive 
measurement of bisphosphonates in biological samples can be 
achieved after the development of FCS containing more stable 
chromophore with a higher extinction coefficient and quantum 
yield.
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