Accuracy and Safety of Bedside External Ventricular Drain Placement at Two Different Cranial Sites: Kocher’s Point versus Forehead

Young-Gil Park, M.D.,¹ Hyun-Jin Woo, M.D.,¹ Il-Man Kim, M.D.,² Jaechan Park, M.D.¹

Department of Neurosurgery,¹ Kyungpook National University Hospital, Daegu, Korea
Department of Neurosurgery,² Keimyung University College of Medicine, Daegu, Korea

Objective: External ventricular drain (EVD) is commonly performed with a freehand technique using surface anatomical landmarks at two different cranial sites, Kocher’s point and the forehead. The aim of this study was to evaluate and compare the accuracy and safety of these percutaneous ventriculostomies.

Methods: A retrospectively review of medical records and head computed tomography scans were examined in 227 patients who underwent 250 freehand pass ventriculostomy catheter placements using two different methods at two institutions, between 2003 and 2009. Eighty-one patients underwent 101 ventriculostomies using Kocher’s point (group 1), whereas 146 patients underwent 149 forehead ventriculostomies (group 2).

Results: In group 1, the catheter tip was optimally placed in either the ipsilateral frontal horn or the third ventricle, through the foramen of Monro (grade 1) in 82 (81.1%) procedures, in the contralateral lateral ventricle (grade 2) in 4 (3.9%), and into eloquent structures or non-target cerebrospinal space (grade 3) in 15 (14.8%). Intracerebral hemorrhage (ICH) >1 mL developed in 5 (5.0%) procedures. Significantly higher incidences of optimal catheter placements were observed in group 2. ICH>1 mL developed in 11 (7.4%) procedures in group 2, showing no significant difference between groups. In addition, the mean interval from the EVD to ventriculoperitoneal shunt was shorter in group 2 than in group 1, and the incidence of EVD-related infection was decreased in group 2.

Conclusion: Accurate and safe ventriculostomies were achieved using both cranial sites, Kocher’s point and the forehead. However, the forehead ventriculostomies provided more accurate ventricular punctures.

Key Words: Computed tomography · Freehand · Hydrocephalus · Ventriculostomy.
Forehead ventriculostomy using axial CT images

For computed tomography (CT) examination of the cranium, axial images are commonly obtained parallel to the orbitomeatal line, at a thickness of 5 mm. Thus, before the percutaneous ventriculostomy, the CT images were reviewed and the axial image showing the middle level of the frontal horn was selected as guidance image (Fig. 1). The location for the twist drill hole was marked on the skin based on the CT image, approximately 4 cm superior to the nasion and 3 cm lateral to the midline. After lidocaine injection, the forehead was prepared aseptically and draped, and 1 cm incision was made either in, or parallel to the skin crease. The trajectory of the drill bit was determined by tilting it from the midline based on an angle measured using the guidance CT image, in a plane parallel to the orbitomeatal plane. In other words, the twist drill hole was made with the bit directed towards a point in the frontal horn anterior to the foramen of Monro (Fig. 2). The catheter, with a stylet in place, followed the same trajectory for a measured length of 6 to 7 cm. Finally, the catheter was tunneled posteriorly under the galea aponeurotica and exited behind the hairline. The small skin incision was closed after suturing the frontalis muscle with absorbable suture material.

Accuracy assessment of ventriculostomy

The grading system proposed by Kakarla et al. was used to evaluate on the post-procedural CT scans the accuracy of the catheter tip location. Grade 1 represented optimal placement with the tip either in the ipsilateral frontal horn or in the third ventricle through the foramen of Monro. Grade 2 represented functional placement into the contralateral lateral ventricle. Grade 3 represented suboptimal placement into eloquent structures or non-target cerebrospinal fluid space, with or without functional drainage.

Safety assessment of ventriculostomy

Post-procedural CT scans were used to evaluate the development of procedure-related intracranial hematomas (ICH). Follow-up CT scans within a week after the procedure, were also evaluated to assess the growth of the hematomas and any delayed development of ICH related to the procedure. The ICH was defined as a hemorrhage of more than 1 mL, and trivial tract ICHs (less than 1 mL) were excluded.

CT volumetry was performed to measure the hematoma volume. PiViewStar™ software (INFINITT Co., Ltd, Seoul, Korea) was used to calculate the area of the intracranial hematoma for each axial slice, based on the manually outlined region of interest. The hematoma areas in each slice were then multiplied by the thickness of the slice and summed to determine the hematoma volume.

Statistical analysis

Data was analyzed using the SAS software version 9.12 for Windows (SAS Institute Inc., Cary, NC, USA). The Chi-square
test was used for statistical comparison of the ventriculostomy methods, in terms of accuracy of the catheter placement and hemorrhage after the ventriculostomy. A *p*-value of less than 0.05 was considered statistically significant.

**RESULTS**

**Patient characteristics**

Group 1 (101 procedures on 81 patients) included the patients who underwent ventriculostomy at Kocher’s point, and consisted of 38 males and 43 females. The patients’ age ranged from 13 to 81 years (mean±standard deviation : 58.6±12.7 years). The right, non-dominant side was preferred for the procedure in 39 patients, whereas left ventriculostomy was performed in 22 patients; bilateral ventriculostomies were conducted in the remaining 20 patients, due to massive bilateral intraventricular hemorrhage. The acute hydrocephalus requiring ventriculostomy was caused by subarachnoid hemorrhage (n=40; 49.4%), non-aneurysmal ICH and/or intraventricular hemorrhage (n=28; 34.6%), trauma (n=1; 1.2%), infection (n=2; 2.5%), and other causes (n=10; 12.3%). The mean bicaudate index was 0.25±0.05 (range from 0.08 to 0.39). The mean interval from the external ventricular drain (EVD) to ventriculoperitoneal shunt (VPS) was 11.2 days. 23 (22.7%) patients who experienced weaning failure underwent direct conversion of the EVD to VPS. EVD-related infection occurred in only 5 (3.3%) patients (Table 1).

<table>
<thead>
<tr>
<th>Diagnosis on admission (%)</th>
<th>Group 1 (81 patients/101 procedures)</th>
<th>Group 2 (146 patients/149 procedures)</th>
</tr>
</thead>
<tbody>
<tr>
<td>SAH</td>
<td>40 (49.3)</td>
<td>106 (72.6)</td>
</tr>
<tr>
<td>Non-aneurysmal ICH and/or IVH</td>
<td>28 (34.5)</td>
<td>32 (21.9)</td>
</tr>
<tr>
<td>Head trauma</td>
<td>1 (1.2)</td>
<td>3 (2.1)</td>
</tr>
<tr>
<td>Cerebral infection</td>
<td>2 (2.4)</td>
<td>1 (0.7)</td>
</tr>
<tr>
<td>Others*</td>
<td>10 (12.3)</td>
<td>4 (2.7)</td>
</tr>
</tbody>
</table>

- Others included meningitis, ischemic encephalopathy, and metabolic disorder, *p*=0.0034. EVD : external ventricular drain, ICH : intracerebral hemorrhage, IVH : intraventricular hemorrhage, SAH : subarachnoid hemorrhage, SD : standard deviation, VPS : ventriculoperitoneal shunt

In group 2, 82 (81.1%) procedures out of a total of 101 ventriculostomies showed an optimal (grade 1) placement of the ventricular catheter, whereas 4 (3.9%) procedures showed grade 2 placement of the catheter into the contralateral lateral ventricle, and 15 (14.8%) ventriculostomies showed suboptimal grade 3 catheter placement through the ipsilateral caudate nucleus into the third ventricle.

In group 2, optimal (grade 1) placement of the catheter with the tip in the ipsilateral frontal horn or in the third ventricle through the foramen of Monro was achieved in 139 (93.3%) procedures (Fig. 3A). Thus, the incidence of optimal catheter placement was significantly higher than that for group 1 (*p*=0.0034) (Table 1). Eight (5.4%) procedures showed functional grade 2 placement into the contralateral lateral ventricle (Fig. 3B), and only 2 (1.3%) procedures elicited suboptimal placement into the eloquent cortex or into non-target cerebrospinal fluid space (Fig. 3C).

In group 1, the number of catheter passages ranged from 1 to 4, and successful ventricular puncture with one catheter passage was achieved in 62% of the cases, whereas in group 2, the num-

**Accuracy of ventriculostomy**

In group 1, 82 (81.1%) procedures out of a total of 101 ventriculostomies showed an optimal (grade 1) placement of the ventricular catheter, whereas 4 (3.9%) procedures showed grade 2 placement of the catheter into the contralateral lateral ventricle, and 15 (14.8%) ventriculostomies showed suboptimal grade 3 catheter placement through the ipsilateral caudate nucleus into the third ventricle.

In group 2, optimal (grade 1) placement of the catheter with the tip in the ipsilateral frontal horn or in the third ventricle through the foramen of Monro was achieved in 139 (93.3%) procedures (Fig. 3A). Thus, the incidence of optimal catheter placement was significantly higher than that for group 1 (*p*=0.0034) (Table 1). Eight (5.4%) procedures showed functional grade 2 placement into the contralateral lateral ventricle (Fig. 3B), and only 2 (1.3%) procedures elicited suboptimal placement into the eloquent cortex or into non-target cerebrospinal fluid space (Fig. 3C).

In group 1, the number of catheter passages ranged from 1 to 4, and successful ventricular puncture with one catheter passage was achieved in 62% of the cases, whereas in group 2, the num-

**Table 1. Summary of patients’ characteristics and accuracy of ventriculostomy for group 1 (ventriculostomy at Kocher’s point) and group 2 (forehead ventriculostomy)**

<table>
<thead>
<tr>
<th>Age, years (mean±SD)</th>
<th>Group 1 (81 patients/101 procedures)</th>
<th>Group 2 (146 patients/149 procedures)</th>
</tr>
</thead>
<tbody>
<tr>
<td>Sex (%)</td>
<td>38 (46.9)</td>
<td>52 (35.6)</td>
</tr>
<tr>
<td>Female</td>
<td>43 (53.0)</td>
<td>94 (64.3)</td>
</tr>
<tr>
<td>Ventriculostomy side (%)</td>
<td>39 (48.1)</td>
<td>136 (93.1)</td>
</tr>
<tr>
<td>Right</td>
<td>22 (27.1)</td>
<td>7 (4.7)</td>
</tr>
<tr>
<td>Left</td>
<td>20 (24.6)</td>
<td>3 (2.0)</td>
</tr>
<tr>
<td>Diagnosis on admission (%)</td>
<td>10 (12.3)</td>
<td>4 (2.7)</td>
</tr>
<tr>
<td>Bicaudate index (mean±SD)</td>
<td>0.25±0.05</td>
<td>0.24±0.06</td>
</tr>
</tbody>
</table>

- Others included meningitis, ischemic encephalopathy, and metabolic disorder, *p*=0.0034. EVD : external ventricular drain, ICH : intracerebral hemorrhage, IVH : intraventricular hemorrhage, SAH : subarachnoid hemorrhage, SD : standard deviation, VPS : ventriculoperitoneal shunt
ber of catheter passage ranged from 1 to 3, and successful procedure with one catheter passage was obtained in 80% of the cases.

Safety of ventriculostomy

In group 1, placement of the ventriculostomy catheter resulted in the development of tract ICH over 1 mL in 5 (5.0%) out of 101 procedures. The amount of hemorrhage ranged from 1.2 mL to 17 mL (mean±standard deviation : 5.1±6.8 mL). A tract ICH >15 mL occurred in one (1.0%) procedure.

In group 2, placement of the catheter resulted in the development of ICH in 11 (7.4%) of the 149 procedures. A tract ICH >15 mL occurred in 3 (2.0%) procedures. The amount of hemorrhage ranged from 1 mL to 30 mL (mean±standard deviation : 9.3±9.8 mL). The difference in the incidence of a tract ICH >1 mL between the two groups was not statistically significant (p=0.264).

DISCUSSION

Since the first report by Tillmanns31, introducing the technique of ventriculostomy with catheter placement at a point along the midpupillary line, 10 cm posterior to the nasion, few practical changes have been made to improve the accuracy of this technique, despite recent advances in neuro-imaging techniques. Several studies have investigated the accuracy of the freehand placement of a ventriculostomy catheter using Kocher’s point. Kakarla et al.7 reported 77% optimal catheter placement in the ipsilateral frontal horn and the third ventricle, through the foramen of Monro, whereas Huyette et al.2 reported only 56% catheter placement in the ipsilateral lateral ventricle.

Thus, efforts to increase the accuracy of ventriculostomy at Kocher’s point have included the Ghajar guide and image guidance. The Ghajar guide consists of a molded plastic tripod that is applied to the patient’s scalp; the catheter is introduced through the central guide tube directed perpendicular to the tripod base, and providing a high rate of accuracy for catheter placement14,15. In a prospective study using the Ghajar guide at Kocher’s point, 24 (96%) out of 25 patients received optimal catheter placement in the ipsilateral frontal horn16. Similarly, image guidance can also provide accurate catheter placement (95%), as in the prospective study by Krötz et al.14,15. However, in that study, the procedure was performed with the patient on the CT tray and required several adjustments, including a CT monitor that could be observed from the head side of the CT gantry, enough space on the head side for the operator, an operation lamp, and tables for instruments. Notwithstanding, according to a survey of ventriculostomy placement practices by O’Neill et al.20, most practitioners still use only the freehand pass method; only 3% of neurosurgical centers use the Ghajar guide on a regular basis and only 1% use image guidance. Furthermore, the effectiveness of the Ghajar guide is limited in patients with a midline brain shift or with distorted ventricular system.

The technique of forehead ventriculostomy was originally advocated by Kaufmann et al.21. In that case, the twist drill hole was located 5 cm superior to the nasion and 3 cm lateral to the midline, and the catheter was directed toward the midline point, 3 cm above the external occipital protuberance. However, cosmetic concerns have hindered the prevalence of this technique, resulting in relatively few published reports18,19. Yet, a small incision parallel to, or in the skin crease, a small twist drill hole in the skull, and careful approximation of the frontalis muscle, can minimize the cosmetic problems. Furthermore, as elucidated in the present study, forehead ventriculostomy has a higher accuracy than the ventriculostomy using Kocher’s point. This can be explained by procedural characteristics, such as its dependence on closer surface landmarks and the usage of pre-procedural axial CT scan as guidance image, providing the location for the twist drill hole, catheter trajectory, and depth of the catheter implantation.

Many patients with external ventricular drainage are required to undergo a permanent shunt placement, while approximately 10 to 30% of patients with aneurysmal subarachnoid hemorrhage undergo a ventriculoperitoneal shunt placement16,20,21. Thus, it is important to preserve potential shunt placement sites, such as the frontal (Kocher’s point) and parieto-occipital regions12,13,17,21,22, and this is another advantage of forehead ventriculostomy.

To ensure maximum safety during ventriculostomy placement, the catheter should be implanted into the frontal horn through non-eloquent brain tissue. using a minimal number of passages. In the study by Tominaga et al.23, magnetic resonance imaging was used to investigate the brain damage resulting from a ventricular puncture, and large ICHs (more than 3 cm in diameter) were seen in 4% of patients. However, the present study found a lower incidence of large ICHs >15 mL, with only 1% in group 1 and 2% in group 2, reflecting a high degree of procedural safety in both hospitals. Forehead ventriculostomy can enhance the accuracy of ventriculostomy and reduce the number
of passages of the catheter through the frontal lobe. Thus, it can reduce the risk of frontal lobe damage, responsible for emotional and social behavior changes and decision-making impairment.210.

While the success rate of VPS was not different between the two investigated groups, there was significant difference in the mean interval from EVD to VPS placement and in EVD-related infection rates. It is because the time of weaning from EVD was shorter in group 2, compared to group 1. In group 2, in all patients with weaning failure, it has been our practice to perform early weaning from EVD (at 4 or 5 days after EVD insertion) for early placement of a VPS, so infection and immobilization are minimized22. In our previous study regarding early shunt conversions, the mean interval from EVD to VPS placement was 6.4 days, with no ventriculitis or shunt-related infection, and a low revision rate (6.1%) during the follow-up period. Thus, that study showed that earlier weaning from EVD and conversion to VPS could effectively treat SAH-induced hydrocephalus and decrease EVD-related infection rates. Bota et al.23 reported EVD-related infection rates of 0 to 22% and identified many of the risk factors, including SAH, IVH, craniotomy, cranial fracture, systemic infection, and longer duration of EVD. Results showed that the EVD-related infection occurred after at least 3 days and the rate of infection increased linearly, between days 3 and 9, associated with longer stay in the intensive care unit.

This study has limitations, as it was a retrospective review from only two institutions. In addition, differences in the skill of individual neurosurgeons could have affected the results.

**CONCLUSION**

External ventricular drain placement is commonly performed with a freehand technique, using surface anatomical landmarks. Two different cranial sites, i.e., Kocher's point and the forehead, can provide accurate and safe ventriculostomy. In our study, the forehead ventriculostomy provided higher accuracy for the ventricular puncture.

References